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Shipment: 280

Non Potable Water Chemistry

Analyte Name Units Sample Method Result  Mean/ Warning Acceptance Score

ID Target * Limits Limits
Sample: Non Potable Water Purgeables
Benzene ** ug/L 8013 USGS 56.6 50.0" 40.8 - 59.6 36.0 -64.4 Satisfactory
EPA Code: N/A 0-4127-96 123 passed out of 125 reported results.
Bromodichloromethane ** ug/L 8013 USGS 65.8 542+ 43.8 -65.2 38.4-70.5 Check For Error
EPA Code: N/A 0-4127-96 114 passed out of 119 reported resulls.
Bromoform ** ug/L 8013 USGS 25.2 22.0° 16.4 - 27.5 13.6 - 30.3 Satisfactory
EPA Code: N/A ' O-4127-96 117 passed out of 118 reporied resulits.
cis-1,3-Dichloropropene ug/L 8013 USGS < 0.50 2.83 D.L.-10.7 Satistactory
EPA Code: N/A 0-4127-96 118 passed out of 118 reported results.
Carbon tetrachloride ** ug/L 8013 USGS 67.4 64.5 " 48.3-82.4 39.8-91.0 Satisfactory
EPA Code: N/A 0-4127-96 109 passed out of 114 reported results.
Trichlorofluoromethane ug/L 8013 USGS <08 <250* Satistactory
EPA Code: N/A O4¥27-30 116 passed out of 116 reported results.
Chlorobenzene ** ug/L 8013 USGS 18.0 17.8* 14.6 -20.9 13.1-225 Satisfactory
EPA Code: N/A Q:4127-00 118 passed out of 123 reported results.
Dibromochloromethane ** ug/L 8013 USGS 295 26.0" 20.0-31.6 17.1-345 Satisfactory
EPA Code: N/A Oy 109 passed out of 116 reported results.
Chloroethane ug/L 8013 USGS <12 <10.0* Satisfactory
EPA Code: N/A 0-4127-96 116 passed out of 116 reported results.
Chloroform ** ug/L 8013 USGS 50.3 445" 35.3-52.8 30.9-571 Satisfactory
EPA Code: N/A 0-4127-96 115 passed out of 118 reported results.
Ethyl benzene ** ug/L 8013 USGS 59.6 52.0" 40.2 -62.4 34.7 - 68.0 Satisfactory
EPA Code: N/A 0-4127-96 122 passed out of 127 reported results.
Methylene chloride ** ug/L 8013 USGS 33.9 29.2° 22.2-36.9 18.5 - 40.6 Satisfactory
EPA Code: N/A 0-4127-96

110 passed out of 117 reported results.



